Introduction {#S0001}
============

In order to accurately assess an individual's peripheral vision, the tested eye must fixate on a central target throughout the examination. This poses a tremendous problem for an eye that has lost its central vision. Sometimes, monitoring the status of this remaining peripheral vision is important, particularly when the underlying disease is potentially still active.

The Humphrey visual field analyzer has a number of fixation targets, some of them developed for patients with limited central vision. However, in extreme cases, the central vision is so limited that no target can be discerned by the eye.

We explored a new strategy for performing a visual field test on an eye that cannot fixate on a target due to the loss of central vision. The technique involves keeping the tested eye immobilized by allowing the non-tested eye to view the fixation target without allowing the non-tested eye to see any of the test stimuli. Red-green glasses are used for techniques including the duochrome test, the Lancaster red-green test, the TNO-test, and the Worth-4-dot test.[@CIT0001],[@CIT0002] The glasses dissociate the eyes between red and green stimuli. Since the Humphrey perimeter can administer a visual field test with a red stimulus, an eye looking through a green filter will be insensitive to test stimuli yet will be able to perceive the yellow fixation target light. We hypothesized that application of a green filter over the non-tested eye could aid to stabilize the tested eye and thereby improve the test reliability.

Methods {#S0002}
=======

Description of the Novel Testing Strategy {#S0002-S2001}
-----------------------------------------

Rather than covering the non-tested eye with a typical occluder or patch, we cover it with a transparent green filter (such as the one used in red-green 3D glasses). The test is then administered with a red stimulus (available on standard Humphrey analyzers). While the light from the central fixation target is transmitted through the filter, the light from the red test stimuli are completely filtered out, and are therefore invisible to the non-tested eye. Thus, the non-tested eye is able to fixate on the central target, while only the tested eye can appreciate the test stimuli. Since the non-tested eye is immobilized because it is fixating on the central target, the tested eye will also be immobilized throughout the study.

The strength of the green filter was verified by confirming that a normal eye could not appreciate any test stimuli and yet could appreciate the fixation light.

Study Participants {#S0002-S2002}
------------------

The study was conducted in a prospective manner with the approval of the local institutional review board. Study subjects were patients who presented to the ophthalmology clinic at Hadassah Medical Center. The inclusion criteria were adult patients with visual acuity of less than finger counting at one meter in one eye regardless of the etiology, and 6/60 or better in the other eye. Intake nurses were asked to alert J.M.K. when a patient met the inclusion criteria. The patient was provided an explanation of the study, and offered the opportunity to participate with signed informed consent. Patients were excluded from participation if they were deemed unable to sufficiently cooperate with a standard automated visual field test.

Comparison of Conventional Testing versus Green-Filter Strategy via Assessment of Gaze Tracking {#S0002-S2003}
-----------------------------------------------------------------------------------------------

Participants underwent automated visual field testing of their impaired eye by either conventional testing, with an opaque patch placed over the nonimpaired eye, or with the green-colored filter placed over the nonimpaired eye. The order of the testing was randomized. A FASTPAC 24--2 algorithm was used in both cases (the SITA algorithm can only be administered with a white stimulus). Participants were first given a demonstration of the test and a short trial run with both eyes open. In both cases, the participant was instructed to fixate as best as they could on the central target throughout the test duration.

We quantified the amount of overall eye movement using the upper part of the gaze tracking plot (the lower part of the plot demonstrates periods during which the perimeter cannot detect the eye position, such as during a blink). High-quality printouts were scanned and imported for image processing using ImageJ software (NIH). We calculated both the overall area occupied by the tracing and the total potential area that could have been occupied. The ratio of the two values was considered to be the measurement of deviation of the eye from the fixation target.

The two testing strategies were compared using a paired *t*-test (GraphPad).

Assessment of Precision {#S0002-S2004}
-----------------------

Patient number four was suitable for extensive and repetitive visual field testing. Confrontational testing demonstrated the presence of a small island of preserved vision in the far temporal peripheral zone, well beyond the range of a 24--2 or 30--2 test. We designed a custom test on the Humphrey analyzer to target this area. The tested area extended from the vertical midline to 90 degrees temporally and extended superiorly and inferiorly by 30 degrees. The test included 59 points that were separated horizontally and vertically by 10 degrees. A screening suprathreshold algorithm was used with a near maximal intensity red stimulus of size V of 10 dB.

In random order, we performed this custom test three times in the conventional manner and three times using our novel strategy. A patient response (click) was classified as reproducible if there was at least one other response for that given location in one of the other two tests. A response was classified as non-reproducible if there was no response for that given location in the other two tests. We compared the number of reproducible responses against non-reproducible responses for both the conventional and novel method using Fisher's exact test (GraphPad).

Results {#S0003}
=======

Study Participants {#S0003-S2001}
------------------

Eight patients were recruited for the study. One patient was disqualified due to a marked head tremor that prevented stable placement of the head on the chin rest. In the case of another patient, the visual field analyzer malfunctioned during testing and could not be repaired on that day, necessitating withdrawal from the study. The details of the six patients that completed the study are summarized in [Table 1](#T0001){ref-type="table"}. The ages ranged from 25 to 86 years (average 60.8 years). Three were females and three were males. The etiology of the diseases in the impaired eyes were age-related macular degeneration (n=2), compressive optic neuropathy (n=2), retinal detachment (n=1), and central retinal vein occlusion (n=1). The visual acuities in the impaired eye ranged from bare light perception to finger counting at 30 centimeters. The visual acuities in the nonimpaired eye ranged from 6/60 to 6/6.Table 1Characteristics of the Patients Who Completed Participation in the StudyPatientAgeGenderDiagnosis of Impaired EyeVisual Acuity of Impaired EyeVisual Acuity of Non-Impaired Eye182FCentral retinal vein occlusionHand motion6/15251MRetinal DetachmentHand motion6/6386MAge related macular degenerationFinger counting 30 cm6/12425MCompressive optic neuropathyHand motion6/7.5561FCompressive optic neuropathyLight perception6/15660FAge related macular degenerationFinger counting 20 cm6/60

Patterns of Visual Field Defects {#S0003-S2002}
--------------------------------

Five of the six patients had marked generalized reductions in sensitivity encompassing the entire 24--2 zone when tested with both the conventional and the novel method. One patient (\#6) had and inferiorly displaced central scotoma in the testing of both methods. There was no significant difference in the overall threshold measurements between the two methods.

Assessment of Reliability Indices {#S0003-S2003}
---------------------------------

The reliability indices of the visual field tests are demonstrated in [Table 2](#T0002){ref-type="table"}. The novel method had significantly lower fixation losses (6.3%, SD 7.9) relative to the conventional method (41.0%, SD 24.1, P=0.028 in a paired *t*-test). The average test duration of the novel method was shorter than the conventional method (421.5 seconds, SD 92.4 versus 466.7 seconds, SD 94.6), but the difference did not reach statistical significance (paired *t*-test P value of 0.43). There was no difference for the false positive or false negative rates.Table 2Details of Reliability Indices and Test Duration for Testing with the Conventional and Novel MethodPatientFixation LossesFalse PositivesFalse NegativesTest Duration (Seconds)StandardNovelStandardNovelStandardNovelStandardNovel13/160/130/90/70/20/054240621/102/130/40/70/05/5293426311/160/140/100/71/90/055640345/130/110/70/53/60/044730756/142/122/83/75/70/0475397610/151/180/80/100/70/10487590

[Figure 1](#F0001){ref-type="fig"} demonstrates the gaze tracking plots for each of the six patients. In each case there was improved stability with the novel method. The mean scores were 40.5%, SD 11.4 for the conventional method and 17.2%, SD 3.9 for the novel method, corresponding to a marked statistically significant reduction in the eye movement with the novel method (P=0.007, paired *t*-test).Figure 1Comparison of gaze tracking in conventional versus novel method. The score is a percentage corresponding to the ratio of the area occupied by the gaze tracking plot relative to the total potential area available for the gaze tracking plot.

Subjectively, a number of patients spontaneously reported feeling less anxious with the novel method.

Assessment of Precision {#S0003-S2004}
-----------------------

During the three times that the test was administered with the conventional method, 4 of the patient's responses were reproducible and 10 were non-reproducible. With the novel method, 18 of the patient's responses were reproducible and 6 were non-reproducible. The novel method was associated with a statistically significant improvement over the conventional method (Fisher's exact test two-tailed P-value 0.008).

Discussion {#S0004}
==========

In cases of extreme central vision loss, it is not possible to obtain a reliable automated visual field study because the eye cannot fixate and immobilize on a target. This is a major issue in cases of optic neuropathies, where disease progression can sometimes not otherwise be appreciated on the clinical ophthalmology assessment. Examples include retrobulbar optic neuritis and compressive optic neuropathy where changes in the visual field may precede changes in the OCT and fundus findings.[@CIT0003]--[@CIT0005]

We have assessed a new strategy for such situations in which the non-tested eye is allowed to fixate on the central target thereby minimizing motion of the tested eye. The test is administered with a colored stimulus which is blocked from the non-tested eye's visual field using a complimentary colored filter.

The results of this pilot study are very encouraging. They demonstrate that the novel technique can be used to achieve a major reduction in the mobility of the tested eye during visual field assessment (85% reduction in fixation losses and a 58% reduction in eye motion on gaze tracking). Test duration is correlated with test reliability.[@CIT0006] In our study the average test duration was shorter for the novel method, but the difference did not reach statistical significance, perhaps due to the small sample size.

The patient population relevant to this study have extremely limited vision in the tested eye. When the non-tested eye is completely occluded, they experience extreme visual deprivation. A number of our patients spontaneously reported feeling less anxious when tested with the novel method. Since anxiety compromises visual field testing reliability,[@CIT0007] it is possible that our novel technique may improve patient test performance in part due to reduced psychological stress.Most of the patients had visual field defects that encompassed the entire 24--2 zone. We believe that further development of our method should employ testing strategies that cover a much wider zone. A modified Goldmann visual field test may be a good candidate. Another possibility is the development of customized algorithms with the Humprey analyzer. Such an attempt with one of our patients indeed suggested that the novel technique could more precisely define zones of preserved peripheral vision.

There are a number of other issues to consider: Our method uses a red stimulus. It is possible that the mapping of a visual field with a colored stimulus will yield different results than with a white stimulus. There is such a concern, for example, when screening for toxicity to hydroxychloroquine.[@CIT0008] Since our novel strategy cannot be used with a white stimulus, this is a limitation that we must accept. We do plan in the future to compare the effectiveness of a blue versus red stimulus (both are available on standard Humphrey analyzers), and a colored versus yellow background.We sought in this study to first validate our technique as a possible alternative to using conventional testing with the standard fixation target. We did not compare our method to conventional testing using the alternative targets provided in the Humphrey analyzer, such as the small or big diamonds. The diamond is composed of 4 lights and the patient is asked to fixate on an imagined center. These alternative targets are suitable in a patient where the central vision loss is confined to a small zone in the macula and there is sufficient paramacular vision to visualize the targets. We suspect that none of our patients would have had sufficient vision for these target arrays. We plan to compare our novel method with these alternative fixation targets in future studies.While our technique minimizes motion of the tested eye, it does not control the resting direction of the eye. If the eyes have a parallel orientation, then the tested eye will be fixated on a location slightly beside the central fixation target. If the patient has an underlying strabismus, then this becomes even more of an issue. Furthermore, patients with severe vision loss are at risk to develop a sensory strabismus. Thus, the accuracy of the test is somewhat compromised since the location of the mapped areas of the visual field are likely displaced somewhat from their actual location. Despite this limitation, we still believe that our method may have great value. If the alignment between the eyes remains constant between examinations, then the location of the mapped vision should also remain consistent. Even if the location somewhat varies between examinations, the size of a preserved island of vision would remain constant. Thus, the technique can still be useful in monitoring the status of a patients remaining zone of peripheral vision. One option to improve the alignment of the tested eye is to provide the non-tested eye with an alternative fixation target location such that the direction of the tested eye would be toward the fixation target. Another alternative would be to place an appropriate prism in front of the non-tested eye.

In conclusion, this pilot study suggests that our unique method may prove to be an excellent option to assess the visual field of an eye with severely limited central vision. We now plan to assess the method using testing strategies that assess a larger visual field. We also plan to assess reliability of the novel method by determining whether it better correlates with ganglion cell and retinal nerve fiber layer OCT findings. The method may also be relevant for other specialized populations, such as patients with latent nystagmus or individuals that are poor test takers with conventional testing. This will be another objective of our future directions.
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